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arranged as to make the resistance in the accumulator circuit
the same as before while the fall of potential over B and C is one-
tenth of what it was, that is

To reduce the range to one-hundredth the range switch is turned
to the position which brings in resistances Rr and S' to perform
similar functions as the R and S already referred to, but in this

case

(The plug switch arrangement cannot give more than two ranges
with the use of only one plug.)

Fig. 93.

Tinsley's Universal Potentiometer.

The principal features of this precision potentiometer may be
gathered from the illustration in Fig. 93. In addition to the
ordinary potential coils the dial of which is seen on the left in the